
PURELL® ES1 Dispenser 
Installation Instructions

-

Insert adapter into 
dispensing base. You will 
feel a click when it is 
correctly in place

Remove cap on NEW re�ll Slide re�ll into dispensing base. 
Re�ll will lock into place

Push right and left release 
buttons simultaneously. 
Remove OLD re�ll

OLDNEW

STOP
Check your re�ll. These instructions are 
only applicable for NEW re�lls (left), 
when replacing an OLD re�ll (right)

Dispenser Adapter and Conversion Instructions
Video instructions available at www.gojo.com/ES1 or scan QRC Code

Remove the protective paper from the double-sided 
tape and press �rmly on the mount plate

Remove the other protective paper from the 
double-sided tape and place base on surface

Clean surface with isopropyl alcohol.
Do not use household cleaners

Slide re�ll into base until re�ll locks in place
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