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Disinfecting Listening Stethoscopes
  A.U. Bankaitis, PhD, FAAA

The information is taken from the copyrighted text “Infection Control in the Hearing Aid Clinic” with permission
from the publisher Auban, Inc. This serves as a work practice control example as there are other means to
accomplish the same goal. Each clinic is responsible for creating their own work-practice controls that is
appropriate for their specific site.  For more detailed information, the book may be purchased through Oaktree
Products, Inc. at (636) 530-1664.

Cleaning and Disinfecting Listening Stethoscopes :

• Clean entire surface of hearing instrument with disinfectant towelette or paper towel
• Disinfect entire hearing instrument surface with unused portion of or fresh disinfectant towelette
• Perform hearing instrument listening check
• After performing the listening check, clean bell and ear tips of listening stethoscope
• Proceed with disinfecting listening stethoscope with unused portion of or fresh disinfectant

towelette.
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